Comparative Evaluation of SARS-CoV-2 Rapid Immunochromatographic Test Assays with Chemiluminescent Immunoassay for the Diagnosis of COVID-19

Ghada Ismail1,2, Rania Abdel Halim1, Marwa Salah Mostafa3, Dalia HAbdelhamid1, Hossam Abdelghaffar4,5, Nashwa Naguib Omar1, Noha Alaa Eldin Fahim1,6

1Department of Clinical Pathology, Faculty of Medicine, Ain Shams University, Cairo, Egypt; 2Department of Medical Microbiology and Immunology, Faculty of Medicine, Cairo University, Cairo, Egypt; 3Department of ENT, Faculty of Medicine, Helwan University, Egypt; 4Secretary General of the Supreme Council for University Hospitals, Egypt

Abstract

BACKGROUND: To date, the molecular assay is the gold-standard method for coronavirus disease 2019 (COVID-19) diagnosis. However, they are expensive and complex. There is a pressing necessity for developing other effective diagnostics for severe acute respiratory syndrome coronavirus (SARS-CoV)-2 patients. Therefore, serological detection of antibodies against SARS-CoV-2 might provide a good alternative.

AIM: We aimed to compare and evaluate seven rapid diagnostic tests with Mindray chemiluminescent automated immunoassay as a reference method for SARS-CoV-2 antibodies detection.

METHODS: This study included the serum of a total of 49 attendees to the Reference Laboratory of Egyptian university hospitals during the period from April 2021 to May 2021. Anti-COVID-19 antibodies detection in serum samples was performed by Mindray fully automated system as our reference method and seven rapid antibody tests; Wondfo, Vazyme, Dynamiker, Panbio, Astron Maccura and Roche.

RESULTS: The chemiluminescent assay revealed 30 (61.2%) positive samples and 19 (38.8%) negative samples for COVID-19 immunoglobulin (Ig) G. For COVID-19 IgM, 11 (22.4%) samples were positive and 38 (77.6%) samples were negative. Anti-SARS-CoV-2 antibodies were not detected in any of the PCR-negative individuals. The best diagnostic performance was demonstrated by Roche IgG and IgM, and Vazyme IgG and IgM antibody tests followed by Panbio, the sensitivity and specificity for IgG and IgM were (71.6% and 91.7%), respectively. Vazyme showed sensitivity and specificity for IgG and IgM were (77.8% and 85.7%) and (75% and 91.7%), respectively. Regards Panbio, the sensitivity and specificity for IgG and IgM were (86.7% and 91.7%) and (90% and 86.7%) respectively. Cohen’s Kappa values revealed a substantial agreement for Roche IgG, Vazyme IgG and IgM of (0.7076, 0.6250, 0.6667) respectively. The worst agreement was reported for Maccura IgG, Wondfo, and Dynamiker IgM with Cohen’s Kappa values of (0.2508, 0.1893, and 0.0313), respectively.

CONCLUSIONS: Rapid tests in our study exhibited heterogeneous diagnostic performances. Roche, Vazyme, and Panbio antibody tests showed promising results in concordance with our reference method with the best-reported results. On the other hand, the other tests were inferior and failed in providing valid and reliable results. Further studies are necessary to determine the practicality of these tests in different settings and communities.

Background

The World Health Organization (WHO), on January 12, 2020, has declared the novel severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2) as the incriminated causative agent of a respiratory illness that has been, later on, named coronavirus disease 2019 (COVID-19). This respiratory illness has first appeared in Wuhan City in China by the end of 2019 [1]. COVID-19 has a wide range of manifestations ranging from asymptomatic infection, mild disease of the upper respiratory system, severe viral pneumonia with an acute respiratory syndrome, to even death [2]. One of the major challenges of COVID-19 to public health is the asymptomatic or subclinical infections which serve as silent sources rapidly spreading the infection among the community. By June 28, there were 9.8 million confirmed cases worldwide [3]. It is noted that the declared number of COVID-19 cases and deaths are increasing especially with the subsequent waves [4].

Rapid diagnosis and isolation of cases are the cornerstones for reducing COVID-19 transmission. To date, the detection of SARS-CoV-2 ribonucleic acid (RNA) from upper or lower respiratory specimens by the real-time reverse transcriptase polymerase chain reaction (real-time RT-PCR) assay is the gold-standard method for COVID-19 diagnosis [5], [6]. The characterizing features of molecular diagnostics are their extreme sensitivity and specificity along with their
capacity for quantitative detection of the SARS-CoV-2 RNA. However, they are expensive, relatively slow to deliver, complex, and require advanced analytical instruments and trained personnel [7]. Results also depend on the quality of the taken sample, the extracted RNA, the RT-PCR reagents, and the multi-stepped RNA preparation. In addition, the positivity rate varies with sample type (1–93%) and viral load fluctuation at different disease phases [8].

There is a pressing necessity for developing and evaluating other effective diagnostic methods of SARS-CoV-2 patients [9]. Immunoglobulin (Ig) M is known for its role as the first line of defence against viral infections. On the other hand, high-affinity IgG secondary responses are those providing long-term immunity [10]. Studies on SARS-CoV-2 revealed that antibodies are detectable in 80–100% of patients 2 weeks after illness onset [11]. Therefore, serological detection of antibodies against SARS-CoV-2 provides another method for the diagnosis of COVID-19 [12].

Chemiluminescence immunoassays (CLIA) are quantitative serological assays for antibody detection with high sensitivity and specificity. The continuous detection of antibody concentrations can be a useful tool for assessing both the progression of COVID-19 cases and their immune status [6]. This method is advantageous for being of high throughput and low complexity. Furthermore, it has served us to accurately use serological tests during the antibody development and monitoring different infection phases. In fact, obtaining information about the different antibody concentrations and the time kinetics of humoral response is extremely important for diagnostic, prognostic, and therapeutic purposes [13].

At the same time, a substantial number of point-of-care rapid lateral flow immunoassay test kits are being marketed [14]. These rapid tests make use of capillary or venous whole blood, plasma, or serum, and they are designed to qualitatively detect antibodies against SARS-CoV-2. Rapid results are available after 10–15 min [15].

The aim of this study was to compare and evaluate seven rapid diagnostic tests with chemiluminescent automated immunoassay test for the detection of SARS-CoV-2 antibodies.

Materials and Methods

Study population

In total, 49 attendees of the outpatient clinic at the Reference Laboratory of Egyptian university hospitals (RLEUH) were enrolled in this study. The study participants included 7 (14.3%) females and 42 (85.7%) males, with age ranging from 13 to 60 years with a mean of 37.8 ± 10.15 years. Participants in this study were divided into two groups: those with positive RT-PCR (n = 36) for SARS-CoV-2 and those with negative RT-PCR (n = 13) for SARS-CoV-2. All the PCR-positive cases produced either IgG or IgM or both, whereas anti-SARS-CoV-2 antibodies were not detected in any of the PCR-negative individuals. The study was conducted during the period from April 2021 to May 2021. An informed consent was obtained from each participant, and the study was approved by the Ethics Committee of the Supreme Council of University Hospitals 2020.

Collection of serum samples

One serum sample was collected as per each participant. Sample collection time was, on average, 20 days after a positive PCR result for the PCR-confirmed COVID-19 cases. Serum samples were stored at −80°C until use.

Serological assays for the detection of antibodies against SARS-CoV-2

CLIA

All serum samples were tested to detect antibodies against SARS-CoV-2 IgG/IgM by Mindray fully automated analyzer (Shenzhen Mindray Bio-Medical Electronics Co, China) according to the manufacturer’s instructions. CLIA has been considered the reference method for the evaluation of immunochromatography strip assays.

The Mindray SARS-CoV-2 IgG or IgM assay is a chemiluminescent immunoassay for the qualitative determination of SARS-CoV-2 IgG or IgM antibodies in human serum or plasma from suspected COVID-19 patients. The procedure was performed according to the manufacturer’s protocol for the device.

Interpretation of the test results was done as per the manufacturer’s instructions. As for IgG, specimens with results <10.00 U/mL are considered negative. While specimens with results more than or equal to 10.00 U/mL are considered positive. For IgM, specimens with a cutoff index (COI) <1.00 U/mL are negative for IgM antibodies to SARS-CoV-2. Moreover, specimens with a COI more than or equal to 1.00 U/mL are considered positive for IgM antibodies to SARS-CoV-2.

Lateral flow immunochromatographic assay (LFA)

In this study, seven rapid lateral flow immunochromatographic antibody assays were utilized for qualitative rapid SARS-CoV-2 IgM/ IgG antibody detection: SARS-CoV-2 Antibody
Results of detection of SARS-CoV-2 antibodies by CLIA

Our reference chemiluminescent assay revealed 30 (61.2%) positive samples and 19 (38.8%) negative samples for COVID-19 IgG. For COVID-19 IgM, 11 (22.4%) samples were positive and 38 (77.6%) samples were negative. As for the 36 PCR-confirmed positive cases, 25 samples were positive for COVID-19 IgG only, six samples were positive solely for IgM, and five samples tested positive for both COVID-19 IgG and IgM. All the 13 PCR-confirmed negative cases were negative for IgG and IgM antibodies.

Performance of results of detection of SARS-CoV-2 antibodies by the seven LFA antibody tests

It was noted that on comparing chemiluminescent assay to the seven different COVID-19 rapid antibody tests, the specificity for detection of IgG was higher than that for IgM in almost all antibody tests except for Vazyme assay which showed higher specificity for the detection of IgM (91.7%). The reported specificity for IgG ranged from (71.4%) for Maccura up to (100%) for Wondfo. With exception of Roche IgG and IgM, Vazyme IgG and IgM, and Maccura IgM, the reported sensitivity for all other assays was less than 70%. The best diagnostic performance was demonstrated by Roche IgG and IgM, and Vazyme IgG and IgM antibody tests followed by Panbio. For Roche, the sensitivity and specificity for IgG were 83.3% and 89.5%, respectively, and 72.7% and 81.6% for IgM, respectively. Vazyme showed sensitivity and specificity of 77.8% and 85.7% for IgG and 75% and 91.7% for IgM, respectively. Regards Panbio, the sensitivity and specificity were 63.6% and 87.5% for IgG and 50% and 86.7% for IgM, respectively. None of the specimens resulted as an invalid test which would be indicated by a lack of the control line.

Regarding the agreement between the seven rapid LFA COVID-19 antibody tests and chemiluminescent assay (Mindray), Cohen’s Kappa values revealed a substantial agreement for Roche IgG, Vazyme IgG and IgM of (0.7076, 0.6250, and 0.6667), respectively. The worst agreement was reported for Maccura IgG, Wondfo, and Dynamiker IgM with Cohen’s Kappa values of (0.2508, 0.1893, and 0.0313), respectively. Agreement between COVID-19 IgG and IgM by CLIA and the seven LFA rapid COVID-19 antibody tests and their diagnostic performances are summarized in (Tables 1 and 2).

Relation between the IgG antibody titers detected by CLIA and results of the seven LFA rapid antibody tests

We divided the samples into four groups according to the IgG titers obtained by CLIA. Group 1
Table 1: Correlation between COVID-19 IgG and IgM by chemiluminescence assay and the seven studied COVID-19 rapid antibody tests

<table>
<thead>
<tr>
<th>Method</th>
<th>Correlation coefficients</th>
<th>Sensitivity (%)</th>
<th>Specificity (%)</th>
<th>PPV (%)</th>
<th>NPV (%)</th>
<th>Accuracy (%)</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>IgG</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Maccura</td>
<td></td>
<td>36.7 (0.1993–0.5614)</td>
<td>94.7 (0.7397–0.9987)</td>
<td>91.7 (0.6152–0.9979)</td>
<td>48.6 (0.3192–0.6560)</td>
<td>59.18 (0.4421–0.7300)</td>
</tr>
<tr>
<td>IgG</td>
<td></td>
<td>63.6 (0.3079–0.8907)</td>
<td>86.9 (0.7191–0.9559)</td>
<td>58.3 (0.2767–0.8483)</td>
<td>89.2 (0.7048–0.9967)</td>
<td>81.63 (0.6796–0.9134)</td>
</tr>
<tr>
<td>Roche</td>
<td></td>
<td>56.7 (0.3743–0.7454)</td>
<td>89.5 (0.6686–0.9700)</td>
<td>89.47 (0.6668–0.9870)</td>
<td>56.7 (0.3743–0.945)</td>
<td>69.39 (0.5458–0.8175)</td>
</tr>
<tr>
<td>Artron</td>
<td></td>
<td>54.5 (0.2338–0.6252)</td>
<td>50 (0.3338–0.666)</td>
<td>24 (0.0936–0.4513)</td>
<td>79.2 (0.7585–0.9278)</td>
<td>51.02 (0.3634–0.6558)</td>
</tr>
<tr>
<td>Panbio</td>
<td></td>
<td>15 (10.22)</td>
<td>8 (25.64)</td>
<td>8 (25.64)</td>
<td>8 (25.64)</td>
<td>22 (44.90)</td>
</tr>
<tr>
<td><strong>IgM</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Maccura</td>
<td></td>
<td>11 (22.44)</td>
<td>11 (22.44)</td>
<td>11 (22.44)</td>
<td>11 (22.44)</td>
<td>8 (50)</td>
</tr>
<tr>
<td>IgG</td>
<td></td>
<td>36.7 (0.1993–0.5614)</td>
<td>87.5 (0.7435–0.9969)</td>
<td>87.5 (0.7435–0.9969)</td>
<td>87.5 (0.7435–0.9969)</td>
<td>63.6 (0.3079–0.8907)</td>
</tr>
<tr>
<td>IgM</td>
<td></td>
<td>63.6 (0.3079–0.8907)</td>
<td>87.5 (0.7435–0.9969)</td>
<td>87.5 (0.7435–0.9969)</td>
<td>87.5 (0.7435–0.9969)</td>
<td>63.6 (0.3079–0.8907)</td>
</tr>
<tr>
<td><strong>Total</strong></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Maccura</td>
<td></td>
<td>13 (26.53)</td>
<td>25 (51.03)</td>
<td>11 (32.36%)</td>
<td>11 (32.36%)</td>
<td>11 (32.36%)</td>
</tr>
<tr>
<td>IgG</td>
<td></td>
<td>8 (50)</td>
<td>30 (61.22)</td>
<td>30 (61.22)</td>
<td>30 (61.22)</td>
<td>49 (100)</td>
</tr>
<tr>
<td>IgM</td>
<td></td>
<td>7 (14.29)</td>
<td>12 (24.49)</td>
<td>12 (24.49)</td>
<td>12 (24.49)</td>
<td>12 (24.49)</td>
</tr>
</tbody>
</table>

*Poor: if k<0.20, Fair: if 0.21<k < 0.40, Moderate: if 0.41<k < 0.60, Substantial: if 0.61<k < 0.80, Good: if k≥0.81. 95% CI: 95% confidence interval. S: Significant, NS: Nonsignificant. COVID: Coronavirus disease.
represented the negative group with titer (0 - <10), groups 2, 3, and 4 are those with positive results with titer ranges of (10 - <50), (50 - 100), and (>100) respectively.

We calculated the sensitivities exhibited by each of the seven LFAs rapid antibody tests among each IgG titer group. From the results obtained, we deduced that the higher the IgG titer, the better the sensitivity of LFA rapid tests. However, for both Panbio and Maccura, the highest sensitivity was noticed in group 3 unlike the rest of the tests. It is also worth noting that Roche test was the only kit that exhibited a reasonable sensitivity for group two (77.8%) with high sensitivities for both groups 3 and 4 (83.3%, 100%). The rest of the results are summarized in Table 3.

Unfortunately, IgM titer levels in our study were low and very close to each other thus, we could not categorize them into different groups.

**Discussion**

The outraging COVID-19 situation has imposed the need for antibody testing of large populations, to determine the seroprevalence and potential immunity [16].

WHO recommends using molecular assays for the diagnosis of COVID-19. However, lack of supplies has made such diagnostic tests inaccessible to all those in need. Hence, serological testing was developed to broaden laboratories testing capacity so it can reach all the population [17]. In addition to its complementary role to the RT-PCR for the diagnosis of COVID-19, a serological assay is identified as a beneficial tool for detecting SARS-CoV-2 specific antibodies. This can aid in roughly calculating infection rate and virus prevalence among a population, estimating protection against reinfection, and evaluating the effectiveness of various vaccines. To achieve these goals, many automated and point-of-care serological tests have been produced [18], [19].

At present, antibody levels are mostly quantified by the enzyme-linked immunosorbent assay and CLIA technologies. These methods, although valid, are time needy and mandate venous sampling. Furthermore, they necessitate specified and expensive equipment with skillful operators [20].

In contrast, rapid tests for SARS-CoV-2 antibodies determination are easy to use and require 15 min for the test. Among these are the LFAs that may facilitate SARS-CoV-2 diagnosis. In fact, these tests are styled to be rapid, sensitive, highly accessible, and easily performed, requiring only a small amount of blood making them suitable for point of care testing (POCT) [18], [21]. Therefore, it has the potentiality to be deployed in large-scale serological surveys [22]. However, validation for such assays is necessary before approving them as a diagnostic tool for detecting SARS-CoV-2. Therefore, more studies need to be conducted for evaluating the diagnostic performance of the serologic test launched to the international market [19], [23].

In the current study, we compared the results of seven rapid tests for detecting SARS-CoV-2 IgM and IgG with the Mindray CLIA fully automated analyzer, Table 3: Performance of the studied LFA rapid tests in the four IgG titer groups

<table>
<thead>
<tr>
<th>LFA rapid tests</th>
<th>Chemiluminescence IgG value groups</th>
<th>p-value</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Group 1 (0-&lt;10)</td>
<td>Group 2 (10-&lt;50)</td>
</tr>
<tr>
<td>Artron IgG</td>
<td>Negative no (%)</td>
<td>18 (94.7)</td>
</tr>
<tr>
<td>Positive no (%)</td>
<td>1 (6.3)</td>
<td>4 (22.2)</td>
</tr>
<tr>
<td>Total no (%)</td>
<td>19 (100)</td>
<td>18 (100)</td>
</tr>
<tr>
<td>Sensitivity (%)</td>
<td>NA</td>
<td>22.22</td>
</tr>
<tr>
<td>Wondfo IgG</td>
<td>Negative no (%)</td>
<td>19 (100.0)</td>
</tr>
<tr>
<td>Positive no (%)</td>
<td>0 (0.0)</td>
<td>5 (27.8)</td>
</tr>
<tr>
<td>Total no (%)</td>
<td>19 (100)</td>
<td>18 (100)</td>
</tr>
<tr>
<td>Sensitivity (%)</td>
<td>NA</td>
<td>27.8</td>
</tr>
<tr>
<td>Roche IgG</td>
<td>Negative no (%)</td>
<td>17 (89.5)</td>
</tr>
<tr>
<td>Positive no (%)</td>
<td>2 (10.5)</td>
<td>6 (33.3)</td>
</tr>
<tr>
<td>Total no (%)</td>
<td>19 (100)</td>
<td>18 (100)</td>
</tr>
<tr>
<td>Sensitivity (%)</td>
<td>NA</td>
<td>33.3</td>
</tr>
<tr>
<td>Panbio IgG</td>
<td>Negative no (%)</td>
<td>17 (89.5)</td>
</tr>
<tr>
<td>Positive no (%)</td>
<td>2 (10.5)</td>
<td>14 (77.8)</td>
</tr>
<tr>
<td>Total no (%)</td>
<td>19 (100)</td>
<td>18 (100)</td>
</tr>
<tr>
<td>Sensitivity (%)</td>
<td>NA</td>
<td>77.8</td>
</tr>
<tr>
<td>Maccura IgG</td>
<td>Negative no (%)</td>
<td>7 (87.5)</td>
</tr>
<tr>
<td>Positive no (%)</td>
<td>1 (12.5)</td>
<td>2 (40)</td>
</tr>
<tr>
<td>Total no (%)</td>
<td>8 (100)</td>
<td>5 (100)</td>
</tr>
<tr>
<td>Sensitivity (%)</td>
<td>NA</td>
<td>100</td>
</tr>
<tr>
<td>Vazyme IgG</td>
<td>Negative no (%)</td>
<td>10 (71.4)</td>
</tr>
<tr>
<td>Positive no (%)</td>
<td>4 (78.6)</td>
<td>5 (45.5)</td>
</tr>
<tr>
<td>Total no (%)</td>
<td>14 (100)</td>
<td>11 (100)</td>
</tr>
<tr>
<td>Sensitivity (%)</td>
<td>NA</td>
<td>45.5</td>
</tr>
<tr>
<td>LFA rapid tests</td>
<td>Negative no (%)</td>
<td>6 (85.7)</td>
</tr>
<tr>
<td>Positive no (%)</td>
<td>1 (14.3)</td>
<td>1 (33.3)</td>
</tr>
<tr>
<td>Total no (%)</td>
<td>7 (100)</td>
<td>3 (100)</td>
</tr>
<tr>
<td>Sensitivity (%)</td>
<td>NA</td>
<td>33.3</td>
</tr>
</tbody>
</table>

NA: Non-applicable.
as the reference method, using serum samples from both PCR-confirmed positive and negative COVID-19 attendees at RLEUH from April 2021 to May 2021.

Although the Mindray CLIA assay cannot be considered the serological gold standard test, its analytical performance has been successfully evaluated by Younes et al. (2021) and Pieri et al. (2021) [24], [25]. Younes et al. (2021) reported a total sensitivity and specificity of 90.1% and 95.3% for detecting SARS-CoV-2 IgG and IgM in COVID-19 patients [24]. Pieri et al. (2021) found that Mindray anti-SARS-CoV-2 IgG and IgM assays demonstrated high sensitivity and specificity both in the early infection (97% and 100% for IgG, 87% and 98% for IgM, respectively) and in the late infection (100% and 100% for IgG, 83% and 98% for IgM, respectively) [25].

According to the results obtained in our study, it is obvious that the performance of the rapid LFA antibody tests from different producers varied. Generally, the highest specificity and best concordance were found for IgG detection for most of the evaluated tests. Among the seven tested rapid antibody tests, Roche (IgG and IgM), Vazyme (IgG and IgM) antibody tests followed by Panbio seemed to be the most accurate with the best diagnostic performance with sensitivity rates ranging from 72.7% to 85.3% and specificity rates ranging from 81.6% to 91.7%. Although Wondfo has beaten the other tests and displayed 100% specificity for the detection of total IgG and IgM, it showed a very low sensitivity of (30.56%) with the highest number of false-negative results (25/49, 51.03%).

Studies evaluating the rapid COVID-19 antibody tests are infrequent. Regarding Artron, Wakita and his colleagues (2021) from Japan reported a higher specificity for IgM (99%) compared to the present study and a closely similar specificity for IgG (91%) [26]. Morshed et al. (2021) reported much higher average sensitivity and approximately similar specificity for IgG (92.4%, 100%) and for IgM (94.9%, 93.5%) respectively. They found that Artron IgM cross-reacts with sera containing West Nile virus IgG, mumps IgM, and Chikungunya IgM [27]. Stein et al. (2021) noticed that the sensitivity ranged from 74.2% for samples collected less than 7 days post-symptom onset to 95.3% in samples collected more than 14 days with 96.6% specificity [28]. On the contrary, Imai et al. (2020) reported a comparable sensitivity to ours of (42.2%) but with higher specificity (97.9%) [29].

Previous studies demonstrated better performance of Vazyme LFA compared to our results. Xie et al. (2021) reported high sensitivity (95.9%) and specificity (96.1%) versus the plaque reduction neutralization test results [30]. Fujigaki et al. (2020) reported specificity of (97%, 99%) for IgM and IgG respectively [31].

Haguet et al. (2021) evaluated the clinical performance of Panbio and detected a higher sensitivity for IgG (95.2%) with a much lower sensitivity for IgM (20.5%). Their obtained specificities were higher than ours for both IgG and IgM (98.7%, 100%) respectively [32].

Similar to our results, other studies reported low sensitivity for Wondfo. Borges et al. (2020) stated that according to their study Wondfo assay was compared with fluorescence assay and displayed a sensitivity and specificity of 11.12% and 100% respectively [17]. Similarly, Guedez-López et al. (2020) found that the overall sensitivity, specificity obtained with Wondfo were 45.2% and 81.8%, respectively [23].

On the other hand, Valdivia et al. (2021) stated that Wondfo has an overall sensitivity of 91.1% [18]. Whitman et al. (2020) and Paiva et al. (2020) also found that Wondfo displayed specificity of (99.1%, 100%), respectively [1], [33]. Breva et al. (2021) reported a sensitivity and specificity for Wondfo of 73.0% and 96.7% respectively [34]. Chen et al. (2020) from Taiwan found that Wondfo and Dynamiker tests displayed diagnostic sensitivities of (91.4%, 90.1%) respectively after more than 21 days of symptom onset. Meanwhile, the diagnostic specificity was 100.0% for both [19]. Our findings showed much lower sensitivity of both tests.

Lau et al. (2021) evaluated two POCT Panbio and Roche. They displayed high specificity and sensitivity for Panbio and Roche of (98.7%, 97.2%) and (100%, 97.2%) respectively [35]. Our findings were closely similar to Roche test but were much lower for Panbio.

That noticed difference in the reported diagnostic performance of different rapid tests in different studies could be attributed to the different studied groups’ characteristics, sample size, demographic data, reference methods used, and endogenous factors in samples.

La Marca et al. (2020) shared in their review a very impressive opinion that could partially explain the high performance for some tests reported by others. They mentioned that the studies outside china found much lower sensitivity than those conducted in China. This could be due to the exaggerated claims of the manufacturers just for marketing their goods. They advised giving enough time for assessing these tests before acknowledging them suitable for use [36].

Generally, rapid assays in our study -with few exceptions- have a low diagnostic performance compared with CLIA assays. This can be attributed to the technical differences between the two methodologies besides the high detection limit and low antibody concentrations in early infection and in less severe cases that may contribute to the false-negative results observed with the rapid tests [36].

It is worthy to note that the false-negative results obtained with the seven rapid tests require attention, as they may lead to missing COVID-19 cases. This can yield a false sense of security and confidence with a possibility of further COVID-19 spread [37]. Moreover,
this can mislead policymakers to loosen social distancing measures and release population lockdown.

Several factors that can give rise to negative rapid test result in the presence of SARS-CoV-2 infection have been reported, as the presence of inhibitors and prolonged storage time can cause antibody degradation [17], [38].

Also, the test efficacy can be related to the timing of sampling after the onset of symptoms due to the different antibody levels. Some authors suggested fluctuation of sensitivity with disease progression [17]. Other potential causes that can affect the final result are the existence of some endogenous and exogenous factors as Hematocrit, triglycerides, cholesterol, hemoglobin, and sample temperature. In traditional lateral flow tests, a detectable binding degree decreases with high concentrations of nonspecific immunoglobulin [38].

Regarding false positivity, many researchers have faced the same problem and it can be imputed to a number of causes. First, the difference in labelling viral protein between serological tests might explain the absence or presence of cross-reaction with other antibodies as anti-CMV antibodies [19] and other coronaviruses [39], [40]. In our study, Wondfo Test using S protein as labelling viral protein which is known for being specific did not exhibit any false-positive results. While other tests use the less specific labelling viral protein (N protein) as in the case of the Dynamiker test that can explain the high level of false positivity in IgM detection [39]. Unfortunately, the type of antigen/s is often not reported by in vitro diagnostics companies [19].

It was also found that certain rapid antibody tests for SARS-CoV-2 might cross-react with antibodies to other viruses, antinuclear antibodies, and other autoantibodies. A high concentration of rheumatoid factor IgM may intervene with COVID-19 IgM/IgG antibody detection. Other researchers described possible cross-reactivity with HIV. Other conditions as nasopharyngeal carcinoma, colon cancer, duodenal carcinoma, diabetes, diffuse bronchitis, and even pregnancy have been associated with false positivity. Due to the aforementioned reasons, it is very crucial to assess the immune status, vaccination history, and comorbidities of the patients to help interpret the results in correlation with their clinical conditions [38], [41].

In a similar way to the false-negative results, endogenous elements as hematocrit levels or other substances can influence the procedure of these rapid LFA in diverse ways resulting in false-positive results [30].

Although specific SARS-CoV-2 tests particularly in low-prevalence settings can be prioritized because of their good specificity would help rule out the infection, however, an ideal serological test should have a high diagnostic sensitivity, low or no cross-reactivity with a high sample throughput [19], [16], [42].

In the present study, we investigated the performance of the seven LFA rapid antibody tests among different IgG titer groups. The sensitivity of LFA rapid antibody tests improved with higher IgG titers; however, for both Panbio and Maccura, the highest sensitivity was noticed in group 3. Roche test was the only one with a reasonable sensitivity in all IgG positive groups. Although some tests exhibited very low sensitivities in low titers, the numbers of samples are too small to verdict these tests non-suitable for COVID-19 diagnosis. So before issuing our statement of judgment, we have to give them a chance by retesting them with a larger number of samples.

It should be noted that there were some limitations in the current study. The small sample size was our first limitation. Secondly, for all patients, sequential serum specimens were not available to study the kinetics of the antibody response. Third, due to the current pandemic situation, this has led to an interrupted availability of the tests, so it was not possible to evaluate the same number of samples for all assays. Fourth, we did not investigate variable causes of cross reactivity of the rapid tests involved in the present study. Fifth, no clinical data were available so we could not verify the clinical performance for any of the tested methods. Finally, our study targeted mainly outpatients with mild symptoms, hence, we could not establish a comparison between patients with severe disease symptoms and those with mild symptoms. As it is known, COVID-19 antibody titers tend to be lower in less severe cases.

Also, our study had some points of strength. First, we evaluated the performance of seven rapid COVID-19 antibody tests. Second, we managed to use the same specimens to compare the tests involved in the current study. Finally, we evaluated the sensitivity of the seven rapid tests among various IgG titers obtained in our study.

Conclusions

In conclusion, rapid tests in our study exhibited heterogeneous diagnostic performances. Some of them showed promising results in concordance with our reference CLIA method where Roche, Vazyme, and Panbio antibody tests displayed the best-reported results. This could justify their use in some settings, where automated assays are not available, taking into respect limitations with regards to false-negative results. On the other hand, the other tests were inferior and failed in providing valid and reliable results and appeared not to be a good alternative for automated methods. However, if the limitations of the rapid test are known, some correction factors can be used to adjust the epidemiological data. Further studies may be necessary
to determine the practicality of these tests in different settings and communities. To grasp the grounds behind the low sensitivity of the immunochromatographic assay, we need to conduct future research to investigate the possibility of interferences of sample timing and collection with the attained result.

In light of the obtained results, we have to be cautious about the wide routine use of these tests for critical decision making for clinicians. Thus, we recommend more large-scale studies involving patients with a wide range of symptoms. Also, we encourage the study of the antibody kinetics to enable linking the results with disease stages. In addition to the clinical data, it is mandatory to evaluate the immunological status of the studied population to help understand the cross-reactivity and avoid any possible interference in the samples.

References


PMid:32684340


PMid:32654444


PMid:32808111


PMid:33504067


PMid:33463719


PMid:33560866


PMid:33723509


PMid:32387986


PMid:33130510


PMid:32984615


PMid:33599299


PMid:32710669


PMid:33558047


PMid:33501369


PMid:32651106


PMid:32710669


PMid:33896332


PMid:33071558


PMid:33096742


PMid:33039501


PMid:33078222